
Optimization of the absorber diameter 
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*: Total static heat load from the ambient to the absorber + heat loads (static and dynamic from the pump)
These results will be off-set once we will freeze the cryostat design.

Optimal diameter of the 
absorber = 13.14 "

Achievable diameter of the 
absorber = 13.75 "
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